The understanding of tissue damage by laser radiation is very important for the safety in the application of surgical lasers. The objective of this study is to evaluate cutting, vaporization and coagulation properties of the 2 µm Tm:YAG laser (LISA Laser Products OHG, GER) in comparison to the 2.1 µm Ho:YAG laser (Coherent Medical Group, USA) at different laser power settings in an in vitro model of freshly harvested porcine kidneys. Laser radiation of both laser generators was delivered by using a laser fiber with an optical core diameter of 550 µm (RigiFib, LISA Laser GER). Freshly harvested porcine kidneys were used as tissue model. Experiments were either performed in ambient air or in aqueous saline. The Tm:YAG laser was adjusted to 5 W for low and 120 W for the high power setting. The Ho:YAG laser was adjusted to 0.5 J and 10 Hz (5 W average power) for low power setting and to 2.0 J and 40 Hz (80 W average power) for high power setting, accordingly. The specimens of the cutting experiments were fixed in 4 % formalin, embedded in paraffin and stained with Toluidin blue. The laser damage zone was measured under microscope as the main evaluation criteria. Laser damage zone consists of an outer coagulation zone plus a further necrotic zone. In the ambient air experiments the laser damage zone for the low power setting was 745 ± 119 µm for the Tm:YAG and 614 ± 187 µm for the Ho:YAG laser. On the high power setting, the damage zone was 760 ± 167 µm for Tm:YAG and 715 ± 142 µm for Ho:YAG. The incision depth in ambient air on the low power setting was 346 ± 199 µm for Tm:YAG, 118 ± 119 µm for Ho:YAG. On the high power setting incision depth was 5083 ± 144 µm (Tm:YAG) and 1126 ± 383 µm (Ho:YAG) respectively. In the saline solution experiments, the laser damage zone was 550 ± 137 µm (Tm:YAG) versus 447 ± 65 µm (Ho:YAG), on the low power setting and 653 ± 137 µm (Tm:YAG) versus 677 ± 134 µm (Ho:YAG) on the high power setting. Incision depth was 1214 ± 888 µm for Ho:YAG whereas Tm:YAG did not cut tissue at 5 W in saline solution. On the high power setting, the incision depth was 4050 ± 1058 µm for Tm:YAG and 4083 ± 520 µm for Ho:YAG. Both lasers create similar laser damage zones of <1 mm in ambient air and in saline solution. These in vitro experiments correspond well with in vivo experiments. Thereby, Tm:YAG offers a cutting performance, coagulation and safety profile similar to the standard Ho:YAG lasers in urological surgery.
Background
Over the past few years, several laser devices were introduced in urologic surgery. The pulsed holmium:YAG (Ho:YAG) laser, with a wavelength of 2123 nm, is the most commonly used laser because of its wide field of application regarding tissue surgery and stone treatment. This energy source has become the standard tool for intracorporal lithotripsy in percutaneous or retrograde intrarenal surgery (Gupta 2007; Pierre and Preminger 2007) . With water as the chromophore the Ho:YAG laser radiation is highly absorbed in any water containing material, such as tissue or urinary stones, leading to an Open Access *Correspondence: Huusmann.stephan@mh-hannover.de; Herrmann.thomas@mh-hannover.de 1 Department of Urology and Urological Oncology, Hannover Medical School (MHH), Carl Neuberg Str. 1, 30625 Hannover, Germany Full list of author information is available at the end of the article instant vaporization and a low penetration depth Teichmann et al. 2007 ).
The continuous wave thulium:YAG (Tm:YAG) laser, with a wavelength of 2013 nm, was introduced as an alternative laser for tissue surgery, especially for prostate surgery (Bach et al. , 2010 Fried and Murray 2005) . In addition, the Tm:YAG laser radiation is absorbed by water molecules. Further ex vivo studies proved increased tissue ablation capacity, shallower and even tissue penetration depth, and equal hemostatic properties when compared to the potassium-titanyl-phosphate-laser (KTP) and lithiumborate-laser (LBO) Bach et al. 2010; Heinrich et al. 2010; Wendt-Nordahl et al. 2008) .
In the present in vitro study, the Tm:YAG laser (RevoLix 120 Thulium laser, LISA Laser Products OHG, Katlenburg-Lindau, Germany) was compared, with regard to the cutting, vaporization, and coagulation properties, to the Ho:YAG laser (VersaPulse Select Holmium laser, Coherent Medical Group, USA) as reference standard at different laser power settings on freshly harvested porcine cadaver kidneys. Based on the different physical properties of each laser system, additional ex vivo experiments are necessary to understand the effect on tissue and to assess the complications and the clinical outcome after surgery. The aim was to clarify whether the Tm:YAG laser offers comparable characteristics which may lead to comparable safety for surgical application. The data of this study was used to formally clear the acceptance of the medical board of japan guaranteeing efficacy and safety for the Tm:YAG laser with regard to the commonly accepted Ho:YAG laser.
Methods
The Tm:YAG laser (RevoLix 120 Thulium laser, LISA Laser Products OHG, Katlenburg-Lindau, Germany) emits laser radiation at a wavelength of 2013 nm in continuous wave fashion. The laser power is directly set in watt (W) because of the continuous wave mode.
The Ho:YAG laser (VersaPulse Select Holmium laser, by Coherent Medical Group, USA) emits laser radiation at a wavelength of 2123 nm in a pulsed manner. The output of the Ho:YAG laser is set separately for pulse energy in joule (J) and pulse repetition rate in Hertz (Hz). The multiplication of pulse energy (J) and repetition rate (Hz) is the average output power in watt (W).
For delivery of laser radiation a laser fiber with an optical core diameter of 550 µm (RigiFib laser fiber, LISA, Katlenburg-Lindau, Germany) was used for both laser units. The fiber was cut prior to every single experiment by a scissor.
For handling purposes a handpiece guiding the laser fiber (SurgiLas 110-1.1, LISA Laser Products OHG, Katlenburg-Linda, Germany) was used.
Kidneys were harvested from freshly slaughtered pigs, rinsed in water and stored at 4-8 °C until the experiments were performed.
All results are given as arithmetic mean of three equal experiments for every setting.
Experiments in ambient air
Laser delivery to the tissue was carried out in a standardized setup. The tissue was cut under visual guidance. The angle of the handpiece with the fiber to the kidney surface was exactly 45°. Cutting was performed with a defined translation speed of 2 mm/s. The distance between the fiber tip and the tissue was 0.5 mm. Three incisions with a length of 1 cm were performed on each power setting and classified for later identification.
For the histological preparation, the tissue samples were cut with a cold knife perpendicular to the laser incision and fixed in vials of 4 % formalin for 48 h.
The laser settings for the cutting experiments consisted of a low power and a high power setting. For the low power setting, the Tm:YAG laser was set to a laser power of 5 W. The Ho:YAG laser was set to 0.5 J pulse energy with a repetition rate of 10 Hz which multiplies to an average laser power of 5 W. On the high power setting, the Tm:YAG laser was set to the maximum power of 120 W of the Revolix generator. The Ho:YAG laser was set to 2.0 J pulse energy with a 40 Hz repetition rate multiplying to 80 W average laser power which represents the maximum of the VersaPulse Select generator.
Experiments in aqueous saline solution
For the experiments in aqueous saline solution, a transparent basin was filled with 0.9 % NaCl aqueous solution at 23 °C. The kidneys were fixed to the bottom of the basin. The laser incisions were conducted in the same way as described in the laser incision experiments in ambient air. The power settings for the aqueous saline solution experiments were identical to those as used in the experiments in ambient air including a low power and a high power setting.
Histological evaluation of tissue effect
The depth of tissue vaporization (laser incision) and the width of the damage zones were measured under a microscope using a calibrated caliper.
For the histological evaluation the specimens was fixed in 4 % formalin, they were embedded in paraffin. Serial slices with a thickness of 2-3 µm were prepared and stained with toluidine blue, which had an advantage in circumscribing the E-zone compared to haematoxylin and eosin stain.
Items: OC-zone, NT-zone, E-zone
The outer coagulation zone (OC-zone) is defined as a carbonized seam and a tissue layer with vacuolization underneath. In toluidine blue staining, the OC-zone appears green blue or dark blue (Fig. 1) . The necrotic tissue layer (NT-zone) is light blue in images. At high magnification, the pycnotic nuclei of the cells may be observed. The subsequent edema zone (E-zone) results from exposure to heat generated from absorbed laser energy. In vivo, the E-zone has the potential to recover thus it is considered not to be part of the laser damage zone. In histologic images it is slightly darker blue than the healthy tissue (Fig. 1) .
By definition the laser damage zone consists of the outer coagulation zone plus the necrotic zone (Fig. 2) .
Furthermore the incision depth created by the vaporization of tissue due to absorption of laser radiation is evaluated in this study (Fig. 2) . It indicates the surgical incision into the tissue under the above mentioned conditions.
Results

Experiments in ambient air
The low power setting (5 W) showed comparable laser damage zones for both lasers, amounting to 745 ± 119 µm for Tm:YAG and 614 ± 187 µm for Ho:YAG (Tables 1, 2 ). The high power setting experiments lead to laser damage zones of 760 ± 167 µm (Tm:YAG) versus 715 ± 142 µm (Ho:YAG) (Tables 3,  4) . Thus the increase of laser power does not affect or increase the laser damage zone significantly in the ambient air (Fig. 3) .
The incision depth in ambient air on the low power setting was 346 ± 199 µm (Tm:YAG) and 118 ± 119 µm (Ho:YAG). On the high power setting, the incision depth was 5083 ± 144 versus 1126 ± 383 µm (Fig. 4) . Therefore, the Tm:YAG laser is up to 4 times more efficient for incisions under the above mentioned conditions.
Experiments in aqueous saline solution
In the saline solution experiments the laser damage zone on the low power setting amounts to 550 ± 137 µm for the Tm:YAG and 447 ± 65 µm for Ho:YAG (Tables 5,  6 ). On the high power setting we detected a laser damage zone of 653 ± 111 µm (Tm:YAG) and 677 ± 134 µm (Ho:YAG) (Tables 7, 8) .
Incision depth in saline solution on the low power setting amounts to Ho:YAG 1214 ± 888 µm. The Tm:YAG laser does not cut tissue at 5 W in saline solution.
The incision depth on the high power setting was 4050 ± 1058 µm (Tm:YAG) and 4083 ± 520 µm (Ho:YAG) (Fig. 5) . Both lasers offer a comparable incision depth at their respective maximum power settings. 
Discussion
Several lasers were introduced in urological surgery and stone treatment during the recent past. One of the most widely researched laser devices is the Ho:YAG laser. Holmium laser enucleation of prostate (HoLEP) has become a comparable treatment option to TUR in BPH therapy with advantages in the treatment of large prostatic adenomas Gilling et al. 2000 Gilling et al. , 2012 . In addition, the Tm:YAG laser was introduced and 
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A/K/VPS/0. showed convincing results for treatment of BPH in several studies (Bach et al. 2010; Netsch et al. 2012) . Based on the different physical properties of each laser system, additional ex vivo experiments are necessary to understand the effect on tissue and to assess the complications and the clinical outcome after surgery. The laser damage zone is defined by irreversible tissue damage due to laser irradiation (Bach et al. 2010) . This damage zone is related but not identical to the absorption length at the laser wavelength in water. At the Tm:YAG laser wavelength of 2013 nm, the absorption length in water is 165 µm and approximately 426 µm at the Ho:YAG wavelength of 2123 nm (Irvine and Pollack 1968) . Due to heat diffusion, the laser damage zone extends deeper into the irradiated tissue than the absorption length . The experiments described above reveal a laser damage zone into porcine kidney by the Tm:YAG laser of 550-760 μm-depending on the ambient medium (aqueous saline solution or ambient air). The laser power delivered to tissue has less influence on the extent of the laser damage zone than the ambient medium (aqueous saline solution or ambient air). The laser damage zone by the Ho:YAG laser (450-714 μm) compares favorably to the Tm:YAG laser. The present data is akin to the recently published examinations for porcine kidney (Bach et al. 2010; Kang et al. 2010) .
The emission of the Ho:YAG laser is pulsed. Pulses of up to 6 kW peak power and approximately 250 μs duration are separated by more than 20-100 ms depending on the selected laser pulse repetition rate. The high laser pulse peak power of several kilowatts (kW) leads to explosive vaporization of tissue. Between laser pulses the generated heat dissipates into the surrounding tissue. The laser damage zone by the Ho:YAG laser in ambient air is slightly less than the laser damage zone by the continuously emitting Tm:YAG laser. The laser damage zone does not vary with the laser power, rather it relies on methodical variations such as translation speed or angulation of the laser fiber with respect to the tissue. The incision created by the Tm:YAG is smoother and deeper when compared to the Ho:YAG laser (Teichmann et al. 2007 ). The smoother Tm:YAG incision allows for simplified identification of anatomic landmarks than with incisions by the Ho:YAG laser. The smoother incisions by the Tm:YAG laser possibly translates into an easier learning curve for incising and resecting laser based techniques. This correlates with the rising interest in Tm:YAG based techniques for the treatment of the bladder outlet obstruction (BOO) due to benign prostatic enlargement (BPE) (Herrmann et al. 2010 Cui et al. 2014; Netsch et al. 2013; Wei et al. 2013) .
A limitation of the study may be that experiments were not carried out in a perfused kidney model as in some other studies. The present experiments were performed on ex vivo porcine kidneys as a model for prostate surgery. Recent studies confirmed that a perfused ex vivo kidney model is a consistent model for prostate surgery (Michel et al. 1996) . Studies comparing different therapy modalities such as bipolar electro cautery, diode-, KTP-and thuliumlasers to evaluate the laser damage zones and hemostatic effects of these surgery devices were performed (Heinrich et al. 2010; Wendt-Nordahl et al. 2008; Michel et al. 1996; Wendt-Nordahl et al. 2007) . In the present experiments we used a non-perfused kidney model as a model for prostate surgery. It was shown that none-perfused kidneys are sufficient for the examination of laser damage zones as safety criteria for laser surgery because the laser damage zones in perfused and none perfused porcine kidneys are similar (Khoder et al. 2012) . The in vivo effects may be different, especially for laser use on prostate tissue.
Another limitation of the present study is that any comparison of a pulsed laser with a continuous wave laser is very difficult due to fundamental differences in laser beam tissue interaction by the properties of heat conduction and heat excess-thermal relaxation time.
A further limitation of the study is that all variances in tissue composition with regard to waterlevel can alter the immediate tissue effect and lead to different results for laser effect. We tried to consider this fact by comparing the arithmetic mean of three equal experiments for each setting.
Conclusion
Our study demonstrates that Tm:YAG lasers and Ho:YAG lasers emitting laser radiation at approximately 2 µm share similar properties with regard to tissue interaction, whereas Tm:YAG being a continuous wave laser could demonstrate higher capacity for vaporization when compared to Ho:YAG. This translates into better performance in resecting and vaporizing approaches for soft tissue surgery. Both create similar necrotic and outer coagulation zones. The laser damage zone is about 1 mm and similar for both laser generators. These in vitro studies correspond well with histologic measurements for in vivo measurements in prostate and kidney.
The Ho:YAG has proved to be a versatile laser in urology. The Tm:YAG laser offers equivalent tissue cutting performance, hemostasis, and safety for soft tissue applications while also providing higher vaporization capacities. The Tm:YAG is a safe, effective and reliable surgical device for many applications in urology and other surgical disciplines.
